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Purpose: Ion beam radiotherapy exploits the advantageous 
shape of the Bragg curve, resulting in conformal dose 
distributions. Helium ions, being heavier than protons, 
exhibit lower scattering than protons. Moreover, their lower 
charge leads to lower biological effectiveness when 
compared to carbon ions. These characteristics make helium 
ions attractive for future radiotherapy, especially for 
pediatric patients. However, before helium ions can be 
implemented in the clinical practice, it is necessary to obtain 
further information on the nuclear interactions between 
beam particles and patient tissues. Particularly important 
factors are the attenuation of primary ions fluence and the 
amount of arising secondary fragments. This information is an 
important input for biological models employed in treatment 
planning. In this contribution we present a novel method for 
measurement and identification of ions in mixed helium 
beams. 
Materials and methods: Measurements were performed at the 
Heidelberg Ion-Beam Therapy Center (HIT) in Germany. 
Abundance of helium ions and lighter fragments arising in 
PMMA, water, and different tissue-equivalent materials were 
investigated. Single particles were detected using the highly 
pixelized (55 µm) semiconductor detector Timepix [1], 
developed by the Medipix Collaboration at CERN. Its sensitive 
volume consists of a 300 µm thick silicon layer with an area 
of 1.4x1.4 cm². Timepix detectors were placed perpendicular 
to the helium beam. The first of them in front of the target 
served for monitoring of single incoming particles. The 
second one behind the target was used to register helium 
ions and fragments. The information on the time coincidence 
between the two detectors enabled us to relate the 
outcoming particles to single incoming helium ions.  
Results: Pattern recognition [2] of the single particle signals 
was found to be capable of distinguishing between helium 
ions and lighter fragments, as shown in Fig.1.  
The numbers of helium ions and fragments behind the used 
targets were quantified. As expected, we found an increasing 
amount of fragments and a decreasing amount of helium ions 
for increasing the thickness of PMMA targets. Furthermore, a 
comparison of measurements behind PMMA and water 
targets, with the same water-equivalent thicknesses, shows 
that the numbers of helium ions and fragments agree rather 
well for thin targets while greater differences were found for 
thicker targets.  
Conclusion: The small and versatile Timepix detectors allow 
to investigate the abundance of different ion types in helium 
ion beams. The whole setup is about two orders of magnitude 
smaller than previously used apparati based on time-of-flight 
measurements. This method is promising to acquire large 
data sets on helium nuclear interactions and thus improve 
the treatment planning in helium radiotherapy. 
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Fig. 1: “Pattern recognition” analysis of a mixed helium ion 
beam, with an initial energy of 220 MeV/u, arising behind a 
PMMA phantom of 24.5 cm thickness.  
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During the last two decades spectacular advances in medical 
imaging of anatomy and physiology, and medical radiation 
physics as well as in computer sciences have made it possible 
to deliver radiation doses to a predefined target with 
unprecedented precision. This holds for both photon and ion-
beam therapy with fluence modulation. The latest generation 
of ion-beam delivery systems based on pencil beam scanning, 
which is the new standard, combines highest conformity with 
optimal organ at risk sparing. On the other hand, an essential 
characteristic of ion treatment plans is their intrinsic 
sensitivity to temporal anatomic changes since tissue density 
can deteriorate a good proton or ion dose distribution.  
The multifaceted new paradigms of image guided and 
(biologically) adaptive radiotherapy motivated many recent 
technological developments or new treatment concepts. For 
example, image guidance by magnetic resonance imaging 
(MRI) has lead to new beam delivery units where an MR is 
combined with a linear accelerator or a cobalt sources for 
photon beam therapy. The MR guidance paradigm from 
photon beam therapy is also influencing proton beam 
research. The new treatment concept of dose painting, 
where tumor sub-volumes with a potential resistance are 
visualized via functional imaging and are boosted with an 
extra dose, has also its origin in the photon community but 
ion-beam are probably the ultimate brushes for dose 
painting.  
One great challenge in image guided and (biologically) 
adaptive radiotherapy remains however to detect, assess, 
delineate, and track this target with the same precision and 
to respond to changes in the target volume during the course 
of the treatment, both with respect to changes in time and 
space. In this context medical image processing has become 
an important research field. Moreover, “missing links” have 
hampered the widespread clinical implementation and 
validation of new developments.  
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Another challenge for the clinical implementation of 
adaptive treatments is linked to treatment planning and 
quality assurance, with the associated workload that is 
directly linked to the patient numbers. For treatment 
planning, first generation systems for automated planning 
already exist, with minimal user interaction tested under 
clinical scenarios. With respect to quality assurance there is 
a move from patient specific QA towards more stringent 
machine specific QA, and from reactive to proactive 
procedures utilizing electronic data. Verifying range in ion-
beam therapy is a very specific QA procedure but 
complementary. 
The overarching challenges ahead for image guided and 
(biologically) adaptive radiotherapy are similar for both 
photon and ion-beam therapy, although each branch has its 
own detailed issues to be solved. The era of technological 
developments turns into the era of clinical implementation, 
which necessitates the intensification of interdisciplinary 
collaboration.  
 
Keywords: advanced photon beam therapy, ion-beam 
therapy, MR guidance, dose painting, quality assurance, 
image processing  
 
95 
Geometrical interpretation of TOF PET raw data in 
commercial PET-CT scanner for SNR optimization 
C. Gianoli1, E. De Bernardi2, C. Kurz1, M. Riboldi3, G. Baroni3, 
K. Parodi4 
1Department of Experimental Physics - Medical Physics and 
Department of Radiation Oncology, Ludwig Maximilian 
University of Munich, Germany; Department of Department 
of Radiation Oncology, Heidelberg University Hospital, 
Germany 
2Medicine and Surgery Department – Tecnomed Foundation, 
University of Milano-Bicocca, Milan, Italy 
3Dipartimento di Elettronica, Informazione e Bioingegneria 
(DEIB), Politecnico di Milano, Italy 
4Department of Experimental Physics - Medical Physics, 
Ludwig Maximilian University of Munich, Germany; 
Heidelberg Ion-Beam Therapy Center (HIT), Germany 
 
Purpose: The purpose of this work is the understanding of 
image partitioning due to Time of Flight (TOF) in PET raw 
data, as extracted from commercial PET-CT scanners without 
confidential information from the vendors. The work 
complements the geometrical characterization of PET raw 
data in terms of image and sinogram correspondence, as 
reported in [1]. This characterization enables 
implementation of vendor independent TOF 3D 
reconstruction algorithms for Signal to Noise Ratio (SNR) 
enhancement in extremely low count statistics imaging 
scenarios, as encountered in off-line PET-based treatment 
verification in ion beam therapy [2] 
Materials/methods: Seven point sources, placed in different 
trans-axial positions (x,y) of the Field of View (FOV) are 
acquired with a commercial PET-CT scanner (Siemens 
Biograph mCT) installed at the Heidelberg Ion Beam Therapy 
Center (Germany). PET raw data are organized in b TOF bins, 
where b=1:13. Each TOF bin is a sinogram parameterized in 
(p,θ,φ), collecting PET counts as a function of projection line 
p, azimuthal projection angle θ and polar angle φ. The 
method relies on the hypothesis that the unknown image 
partitioning coincides with half ring-shaped regions within 
the FOV, in addition to the first TOF bin that corresponds to 
the central full ring-shaped region, as depicted in Fig. 1 
(Panel B). Hence, given a point source in (x,y), the image 
partitioning is exclusively encoded in the projection angle θ. 
For each point source, the fraction of PET counts in each b as 
a function of θ is calculated (fb(θ)). The intersection of fb(θ) 
along θ for adjacent b defines the projection angle encoding 
the region interface. Then, the radial position  
 
 
 
relevant to the interface is calculated according to the 
source-to-detector distance (d(θ)): 
 
Median and standard deviations of d(θ) for the different point 
sources are calculated. 
Results: In Fig. 1 (Panel A), fb(θ) is reported for four different 
point sources. The mean values of radial partitioning resulted 
in ≈26 pixels for the first TOF bin, which coincides with the 
ray of the central full ring-shaped region, and ≈46 pixels for 
the second and the third TOF bins. The approximation 
depends on the adopted fitting to determine the fb(θ) 
intersections. For external TOF bins, the estimation resulted 
affected by large standard deviations because of noise due to 
reduced number of PET counts. 
Conclusions: In PET-based treatment verification, PET 
activity is distributed in proximity of the tumor target, which 
is typically centered in the FOV. In future investigations, to 
additionally increase the SNR of the image obtained from 
TOF 3D reconstruction, external TOF bins (b>5) will be 
intentionally neglected since they contain noisy PET counts 
coming from scatter (which has a TOF dependency [3]) and 
random contributions. 
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Purpose: This work proposes a novel method for spatial 
resolution enhancement of proton radiographies acquired 
with raster scanning and integration-mode detectors. The 
method, called enhanced integration-mode (EI-mode), simply 
relies on statistical interplay between adjacent raster points 
due to finite beam spot size and multiple Coulomb scattering 
(MCS). The aim is to investigate the performance of the 
proposed method for a simple and cost-effective integration-
mode configuration as alternative to widely investigated list-
mode detectors with broad beams. 
Materials/methods: With integration-mode the residual range 
information, or water equivalent thickness (WET), is obtained 
from multiple ions belonging to the same pencil beam, 
without single particle tracking. The integrated signal is 
